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DM Series Firmware Upgrade Procedure
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Solution: To upgrade the DM series of DMM's, follow these steps:

1. Download the proper firmware file and transfer to the root directory of a 
USB memory stick. Valid firmware for the DM series have the *.LDR file 
extension.

2. Plug the instrument in to an uninterruptible power supply and turn the 
instrument on.

3. Insert USB memory stick into front panel USB connection.

4. The instrument should recognize the new firmware and ask you if you would 
like to continue with the upgrade.



5. Press Done to start the firmware upgrade

6. The instrument will begin the upgrade and will show a progress bar.

WARNING! Don't power cycle or disturb the instrument until the upgrade is 
complete.. as the instrument can be damaged.

7.  Power cycle the instrument to complete the upgrade procedure.
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